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ABSTRACT 


This report presents the results of an experimental evaluation of 
a linear, polar-display signal analyzer. Signals generated in the 
laboratory are used to determine the ability of the device to indicate 
the tyne of carrier modulation and the carrier parameters such as 
frequency, data rate, and bandwidth. Live signals in the HF band are 
monitored by applying the predetected output of an R-390A receiver 
directly to the sianal analyzer. 

Photoaranhs of the actual displays resulting from siaqnals qenerated 
in the laboratory demonstrate the ability of the system to provide a 
distinctive disnlav in each case. Various narameters of the input 
sianal can be determined by measuring parameters of the display. A 
twelve minute movie indicates the system performance in the case of 
live signals. The ability of the signal analyzer to determine the 
normalized autocorrelation function of a bandpass qaussian process 


is demonstrated. 


Data contained in this thesis has been published as Technical Report 
NPS-52MV9071A. AD No. 696 569. 
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I. INTRODUCTION 


Various parameters can be used to characterize radio signals. 
Some of these are: 


average carrier frequency 
carrier envelope 
carrier instantaneous phase 


type of modulation 


) carrier instantaneous frequency 
) 

) bandwidth or Fourier spectrum 

) 


duty factor (pulsed signals). 

A measure of each of these descriptors is normally obtained in a 
sequential manner. An apparatus which provides simultaneously an 
indication of several of these parameters and which presents this infor- 
mation in the form of a visual display has obvious applications. Such 
a device could be used as a spectrum monitor to obtain information 
about unknown signals or as a monitor of a known signal to insure ad- 
herence to a predetermined format. 

Such an apparatus is the Linear Polar-Display (LPD) System considered 
in this report. Analytical investigations of these systems have been 
previously reported [Refs. 1 and 2]. The purpose of this study was 
to build a particular LPD system and to: 


(1) verify the display patterns predicted by analysis, 


(2) determine and verify the displays produced by pulse- 
modulated carriers, 


(3) investigate the system transient response to 
various signals, 


(4) use the system in conjunction with a standard receiver 
to determine the system capabilities and limitations 
in the analysis of live radio signals. 
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Section II of this report describes the system and explains its 
operation. The system response is explained in terms of a generalized 
Signal which may possess amplitude modulation or angle modulation or 
both. The system response to a pure sinusoid is presented as an example 
of the manner in which the display characterizes a given signal. 

Section III presents an analytical description of the system display 
for each of several common types of signal, such as a full-carrier 
amp litude-modulated signal, a frequency-modulated signal, a double- 
sideband, suppressed-carrier signal, and a single-sideband signal. 
Photographs of actual displays generated by these laboratory signals 
are included. A study of the ability of the system to measure the 
normalized autocorrelation function of a gaussian random process is 
included. This section also describes the procedure followed and pre- 
sents the results obtained while using the system in conjunction with 
a receiver to monitor live signals. A movie of the oscilloscope display 
formed by live signals is available but is not a part of this report. 

Conclusions and recommendations are presented in Section IV. A list 
of references is provided. 

Appendix A. contains schematic diagrams of the amplifier and imped- 
ance-matching circuits which are a part of the LPD system and of the 


modulator circuits used to generate the laboratory signals. 


II. SYSTEM DESCRIPTION 


This section presents a description of the linear signal analyzer 
and the general nature of its response to an input signal. The depend- 
ence of certain display characteristics on signal variables such as 
carrier level, carrier frequency, and modulation is indicated. The system 


response to a pure sinusoid is described. 


A. PHYSICAL REALIZATION 


The system of interest is a dual-channel signal analyzer that can be 


represented as in Fig. l. 





FIG. 1. BLOCK DIAGRAM OF THE LPD SYSTEM. 


The signal v(t) is split into two channels. The signal in one channel 
is delayed relative to that in the other. The delay of t seconds 
introduces a frequency-dependent phase shift 6 = ent <7 where f 1s 
the instantaneous frequency of v(t). Both channels are then passed 
through a quadrature hybrid junction (QHJ) which is used as a sum-and- 
difference type of phase-to-amplitude transducer [Ref. 1.]. 

ir 


The NHJ passes the input signal at port 1 directly to port 3. 
Between ports 1 and2a - mH phase shift occurs. The input sianal at 
port 4 is processed in a similar manner as shown in Fig. 1. 

The sianals at the output ports of the QHJ are applied to the x 
and y deflection plates of the cathode ray tube to produce the system 
display. Values of the signal parameters are related to magnitudes 
of the polar coordinates p and 6 of the display. 

The entire system is linear. No detection, limiting, or other 
nonlinear action is involved. The signal is processed and displayed 
in its radio frequency (RF) or intermediate frequency (IF) form. 

The resultant display provides information about various signal 
parameters such as: 


carrier frequency 
2. type of modulation (amplitude or angle modulation) 


nature of the modulating signal (i.e., whether analog or 
diaital) 


4. signal bandwidth. 
A system which provides this information in a single display can be 
used to identify unknown signals, to determine the parameters of 
unknown sianals, or to monitor the parameters of locally generated 


signals (transmitter output for example). 


B. SYSTEM RESPONSE 
Consider a generalized signal v(t), having both amplitude and angle 
modulation. Such a sianal can be expressed as 
v(t) = E(t) cos[w,t + a(t)] (1) 
where E(t) is the carrier envelope, (amplitude modulation), w, is the 
carrier radian frequency, and a(t) is the phase modulation of the 


carrier. 
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The system display formed by each cycle of the RF carrier is ellip- 
tical in nature [Ref. 1, p. 33]. The size, orientation, and relative 
magnitudes of the major and minor axes of this "instantaneous ellipse" 
are functions of the signal strength and the signal modulation. The 
instantaneous ellipse may degenerate to a line or a circle. Due to the 
retentivity of the oscilloscope phosphors, the observed trace is com- 
posed of many RF cycles. This composite trace, which is called the 
system display, provides a unique signature for various types of signal 
of the form given in Eq. (1). 

The instantaneous ellipse can be expressed in standard form in 
terms of coordinate axes x and y which are at an angle 6 relative to 


the display axes. The angle 6 of rotation is given by 
Ww. T 
_ "ane tm, a(t) - a(t-t) 
6 == ae 5 (2) 


where t 1s the value of system delay. 


In the rotated coordinate system, the ellipse is expressed as 


Z a 
xy 2 aS 1 3 
a’ ; pb - 
where 
a = E(t) + E(t-t) (4) 
and 
b = E(t) - E(t-t) (5) 


As shown in Fig. 2 the constants a and b are the dimensions of 


the semi-major and semi-minor axes of the elliptical trace. 


“She displays produced by amplitude-modulated signals contain 
non-degenerate ellipses. That is, during each RF cycle the polar 
angle (normally referred to as 6) of the scope trace rotates 27 
radians. This report however, defines 6 as the angle of rotation 
of the axes of the instantaneous ellipse. 


1S 





FIG. 2. TYPICAL ELLIPTICAL TRACE GENERATED BY EACH RF CYCLE. 
OF THE SIGNAL APPLIED TO THE LPD SYSTEM. 


FIG. 3. DIAGRAM OF THE LPD SYSTEM RESPONSE 
TO AN UNMODULATED SINUSOID. 
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The system response to a pure sinusoid provides a simple example 
of the manner in which the display is formed by and hence characterizes 


a given Siqnal. For this case, 
vigie= kK Gos wt. (6) 


A comparison of Eq. (6) with Eq. (1) indicates that E(t) = K, a 


constant, and a(t) = 0. Equation (2) reduces to 


ie, Ce ie 
i ee 64» a constant. (e 


Since a = 2K from Eq. (4) and b = O from Eq. (5), the display ellipse 
deaenerates to a straight line of length 4K. 
The form of the resultant display is shown in Fig. 3. The signal 

parameters of interest are related to the polar coordinates o and 0 

of this display as previously suggested. The maximum value of po is 
seen to be equal to a, the length of the semi-major axis. That is, 

0 = a= 2K. Therefore the maximum value of o in this case provides an 
indication of the strength or level of the input siqnal. The angle 84 
is a function of carrier frequency and system delay; hence carrier 


frequency can be determined directly by measurement of 8 and solution 


annEq.. (7) 
The sensitivity of the system to a change in frequency is given by 
d 
6d 
a From Ea: (7) 
dé dé 
= 5 or as = T, a constant. (8) 


Therefore, frequency sensitivity is directly proportional to the system 
delay and is constant with frequency. From Eq. (8) it can be seen that 
a chanae in frequency equal to “is sufficient to cause the display to 

rotate 7 radians. Thus the maximum unambiguous bandwidth of the system 
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is 1 Hz. In practice, the unambiguous bandwidth can be increased by 


reducing t which also decreases frequency sensitivity. 


Ill. ReSvets 


This section presents an analytical description of each of the 
system displays produced by various signals. The signals are dis- 
tinguished by the type of modulation (amplitude modulation or angle 
modulation) and by the nature of the modulating signal (analoa or 
digital). To verify the analytical results, photographs of various 
oscilloscope displays are included. 

An investiaation of live signals in the HF band was conducted by 
obtaining the system input directly from the output of the IF ampli- 
fier of an R-390A receiver. As a part of this investigation, a 12 
minute, 8mm movie was produced. The movie presents the displays 
formed by live sianals in the HF band as well as those formed by 
Sianals generated in the laboratory. The contents of this film are 
described in detail at the end of this section. 

Distinctive displays are formed by various modulated-carrier 
sianals. Figure 4 indicates the displays produced by an amplitude- 
modulated (AM) carrier, a frequency-modulated (FM) carrier, and a 
double-sideband suppressed-carrier (AM) signal. In each case the 
modulatina signal is a sinusoid. Figure 5 shows the displays produced 
by a continuous-wave (CW) carrier, (on-off AM), a frequency-shift- 
keyed (FSK) carrier, and a phase-shift-keyed (PSK) carrier. In each 
case, the modulating signal is a square wave. 

The photographs of Figs. 4 and 5 indicate the ease with which 
Signals can be classified as to modulation type, and, further, the ease 


with which a determination can be made as to whether the modulating — 


Ub 





FIG. 4. EXAMPLE OF THE DISPLAYS PRODUCED BY A CARRIER 
MODULATED BY A 2 kHz SINUSOID. From left to right, the 
modulation is double-sideband suppressed-carrier AM, FM, 
and full-carrier AM. 





FIG. 5. EXAMPLE OF THE DISPLAYS PRODUCED BY A CARRIER 
MODULATED BY A SQUARE WAVE. From left to right, the 
modulation is PSK, FSK, and CW (on-off AM). 
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Signal is diqital or analog. Similar distinctive traces are generated 
for each type of modulation when the modulating signal is an arbitrary 
time function such as a voice signal (analog case), or a bit stream 


of data (digital case). 


A. ANALYTICAL DESCRIPTION OF THE SYSTEM DISPLAY 
In this section the equations which relate parameters of the polar 
display to the parameters of the applied signal are presented. The 
equations which describe the display in terms of a generalized signal 
are given by Eq. (1) - (5). 
1. Simultaneous Sinusoids 
Two simultaneous sinusoids are represented by the equation 
v(t) = K, cos wt + Ko COS Wot. (9) 
This signal forms a parallelogram display as shown in Fig. 6. The 
Slopes and lengths of the parallelogram sides correspond to the fre- 
quencies and amplitudes respectively of the two signals. (Figure 6c 
is a photograph of the display produced by a 455 KHz sinusoid and a 
200 KHz sinusoid simultaneously applied to the system. ) 
2. Amplitude Modulation 
In the case of amplitude modulation alone, Eq. (1) becomes 
Vitus E(L) COs wt. (10) 
Since no angle modulation is present, a(t) in Eq. (1) is zero and 


8 is a constant: 


wou 
S 


6 = 84 = me: fain) 


|= 


As will be shown, all of the displays produced by amplitude 


modulated signals are elongated, having maximum dimension along the 


2 | 





a. Diagram of the display produced 
by two sinusoids occurring individually. 


‘i 





b. Diagram of the display produced 
by two sinusoids occurring simultaneously. 





c. Photograph of the display produced by a 200 kHz 
and a 455 kHz sinusoid occurring simultaneously. 


FIG. 6. SIMULTANEOUS SIGNAL RESPONSE OF THE LPD SYSTEM. 


x' axis (6, radians from the horizontal). Thus in each case, carrier 
frequency can be determined by measuring the angle 84 between the major 
axis of the display and the horizontal and using the value obtained to 
solve Ea. (11) for the unknown frequency, fo: 
a. Full-Carrier Amplitude Modulation 
The generalized expression for full-carrier amplitude 


modulation by a signal f(t) is 


v(t) = K{1 + mf{t)] cos wt (12) 


where m is the ordinary modulation index. 

(1) Amplitude Modulation by an Analog Signal. The 
display produced when f(t) is an analog signal is easily explained in 
terms of modulation by a single sinusoid. In this case, Eq. (12) 


becomes 


v(t) = K[] + m cos wt] Cos wt (13) 


where te is the freauency of the modulating sinusoid. Since E(t) is 
now time varying rather than a constant, as in the preceding cases, the 
ellipse paramters a and b of Eq. (3) are functions of time. As a 
result, the display is formed by a time-varying ellipse. A typical 
ellipse formed by one RF cycle of the carrier is shown in Fig. 2. The 
dimensions of the major and minor axes of these ellipses vary contin- 
uously so that the ellipses may assume any form from the degenerate 
form of a straight line to the degenerate form of a circle. The 


boundary of a typical composite display is shown in Fig. 7. 
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FIG. 7. BOUNDARY OF THE DISPLAY PRODUCED BY AN AM (FULL-CARRIER) SIGNAL. 


The major axis of the display is rotated through an angle 84 given by 
Eq. (11). Further, the width of the display can be Shown to be a function 


of the modulation index m and modulating frequency ar as follows for small t. 


: - E(t- _ gett) 

Dax TE(t) - E(t 2) nese ~ at ae (14) 

| [E(t) + E(t-1 a ~ Zee (15) 

b r dE(t) ] 

maxX | T dt max 

a nc E(t) (16). 

max max 

From Eq. 3. it can be seen that 

[E (Ol eects ar (17) 
= Fax ~ Te (18) 
Therefore 

"ax _ (5) (i) (19) 

max 
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a. f= 2 kHz, m = 0.5. Det =.2 KHZ, m= 0-25. 
m m 





Gs Ii = 50GRtEw Tie —"Oron igs ie emoo) Hz, m = 0.25. 


FIG. 8. PHOTOGRAPHS OF THE RESPONSE OF THE LPD SYSTEM TO AN AM CARRIER. 
The modulating signal is a sinusoid of frequency f_. The modulation 
index is m. : 
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Figure 8 consists of photographs of the displays produced by 
amplitude modulation by a sinusoid. In Figs. 8a and 8b, the modulating 
frequency is 2 kHz. In Figs. 8c and 8d, the frequency is 500 Hz. In 
Figs. 8a and 8c the modulation index is .50 and in Figs. 8b and 8d the 
index is .25. Delay for all the above photographs is 90 us. This 
series of photographs indicates the manner in which the "width" of the 


display is dependent upon modulating frequency and modulation index. 





The calculated value of “ax in Fig. 8a using Eq. (19) is .378. The 
measured value is .3/7. Similar agreement for this type of measurement 
is found for all displays having measurable width. 

Figure 9 is a ‘double exposure photograph of the display pro- 
duced by the signal used to obtain Fig. 8a and a like signal of half- 
amplitude. The photograph of Fig. 9 indicates the dependence of the 


size of the display on input signal amplitude. 





FIG. 9. SYSTEM RESPONSE TO AN AM SIGNAL AND ONE 
AT HALF AMPLITUDE. 
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For full-carrier AM by a sinusoid, the LPD system also 
provides an indication of the nature of the modulating signal. The two 
central bright spots and enhanced brightness at the vertices of the 
display in Fig. 8 indicate modulation by a sinusoid. The amplitude 
probability density function of a sinusoid is maximum at the extreme 
values of the sinusoid which indicates the modulating signal spends more 
time near its maximum and minimum values than at other levels. The 
bright spots in each display correspond to end points of the elliptical 
display formed when the carrier is near its maximum and minimum levels. 

(2) Continuous Wave, (On-Off Keying). Continuous-wave(CW) 
sidnals have the form 


Vit) =e KeSiieos wt (20) 


where S(t) is the switching function and takes on the values 0 or 1. 
The resultant signal is simply a pulsed sinusoid. Signals of this type 
include certain radar signals as well as the common Cl communication 
transmissions. 

When a sinusoidal signal is present at one input port of the 
QHJ and no signal is present at the other port, the output signals are, 
at one port, the input sinusoid, and at the other port, the input sinu- 
Soid phase shifted by - Be The resultant display is a circle. The 
delay line in one of the signal channels of the system insures that, for 
pulsed RF signals, this single-input condition occurs twice each RF 
pulse. That is, for t seconds after the pulse appears at the input to 
the system, and for t seconds after the input pulse has ceased, there is 


a signal into but one port of the QHJ. During each of these t second 


intervals, a circle is formed on the CRT screen. 


ah 


If the pulse duration is greater than t seconds, the period 
of time from t seconds after the initiation of the pulse until the 
pulse ceases results in a steady-state display. In the case of rec- 
tanaular nulses having no intrapulse modulation, the steady-state 
portion of the display is a straight line as described in the case of a 
Single sinusoid. 

The comoosite display is, therefore, a circle with a line 
through it as shown in Fig. 5. This is an easily recognizable display 
indicating the presence of pulsed or digital modulation. Carrier fre- 
quency is determined as before by the angle from the horizontal of the 
Straight line trace. 

If the pulse width is less than the system delay, there 
will be no steady-state display; that is, the straight line trace will 
not exist. These results suggest a simple method of measuring pulse 
width. If the system delay is increased until the straight line trace 
just disappears, the delay line setting should approximate the pulse 
width. This procedure is demonstrated in Fig. 10. The signal is an 
RF pulse with duration of 90 us, and a repetition rate of about 550 
Hz. System delay in the composite photograph, Fig. 10b, is from left 
to right, 50 us, 78 us, 86 us, and 90 us. With the delay set at 90 us, 
the straight line trace disappears as predicted. 

(3) Pulse Amplitude Modulation. In the case of carrier 
amplitude modulation by a train of amplitude-modulated pulses (PAM-AM), 
the display produced by each pulse is like that produced by on-off 
keying. However, since a number of different pulse levels may be 
transmitted, the composite display is the superposition of concentric 


displays as shown in Fig. lla. Each circle (transient-portion of the 
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a. Time waveform; pulse width is 90 us. 





b. 


Typical displays; from left to right, the value 1 of 
system delay is 50 us, 78 us, 86 us, and 90 us. 


FIG. 10. PHOTOGRAPHS OF THE RESPONSE OF THE LPD SYSTEM TO A PULSED SIGNAL 


a, 


a. Diagram of the response 
to a four-level signal. 





b. Time waveform of a PAM-AM signal. 





c. Display corresponding to b. 


FIG. 12. RESPONSE OF THE LPD SYSTEM TO A PAM-AM SIGNAL. 
30 


display), corresponds to one of the amplitude levels transmitted. This 
display, therefore, provides a measure of the number of levels of the 
modulating signal. 

Figure llc is a photograph of the display produced by the 
signal whose time wave form is indicated in Fig. 1]lb. This is not a 
true PAM-AM signal because, although four discrete levels are trans- 
mitted, the carrier is not pulsed on and off; at no time does the 
modulation equal zero. The various ellipses correspond to the tran- 
sient portion of the display and indicate one level of signal at one 
port of the QHJ and a different level at the other port. 

b. Double-Sideband Suppressed Carrier 

The display formed by a double-sideband, suppressed-carrier 

amplitude-modulated signal is readily explained by first considering 


modulation by a sinusoid. The modulated carrier has the form 


v(t) = KGS wat cos wt. (21) 
This equation reduces to the sum and difference frequency form 


vit) # s cos(w tw )t + 5 cos(w -w MG (22) 


m 


The display for this signal is identical to the display for two 
simultaneous sinusoids (Fig. 6). An example is shown as Fig. 12a. 

hen the modulating signal is complex, such as a voice 
Signal, many different frequency components are present. The resultant 
display appears as in Fig. 12b. Here again a distinctive display is 
obtained. The carrier frequency is determined by the orientation of 
the major axis of the display. 

The distinct, star-like pattern in the center of the 


display is caused by the instantaneous ellipses degenerating to 
3] 





a. Modulation by a 2 kHz sinusoid. 





b. Modulation by a voice signal. 


FIG. 12. PHOTOGRAPHS OF THE RESPONSE OF THE LPD SYSTEM 
TO DOUBLE-SIDEBAND SUPPRESSED-CARRIER AM SIGNALS. 


Straight line traces along each axis. That is, at various instants of 
time, either a or b in Eq. (3) is equal to zero. 
c. Sinaqle-Sideband 
It has been shown that a single-sideband (SSB) signal can 


be expressed as [Ref. 4] 


v(t) = E(t) cos [wt + a(t) ]. (23) 


In particular, if E(t) is the actual function to be transmitted, and 


o(t) is the Hilbert Transform of E(t), then the signal is given by 


We 


wit) = {[E,(t)]® + o%(t)} cos [w,t + arctan a (24) 
m 


This is a Signal involving suppressed-carrier amplitude modulation 
and anale modulation. 

The resultant display might be explained as a double-side- 
band, suppressed-carrier display, (from the amplitude modulation term 
in Eq. (24)), which wobbles due to the carrier anale modulation. This 
display is noiselike in appearance and is probably the least distin- 
quishable of all the displays investigated. The display does possess 
a rippling, watery-like character which is an aid to recognition and 
is evident in one of the movie sequences but does not appear in a 
still photograph. 

Figure 13a is a photograph of a single-sideband voice 
transmission taken directly from the IF strip of an R-390A receiver. 
Carrier frequency is 14.322 MHz. Figure 13b is a photograph of the 
central part of the same type of display much enlarged. One nearly 
perfect parallelogram is faintly discernible in this photograph, 


but in general, neither photograph is uniquely distinctive. 
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a. Typical display. 





b. Enlarged central portion of a. 


FIG. 13. PHOTOGRAPHS OF THE RESPONSE OF THE LPD SYSTEM 
TO SINGLE-SIDEBAND AM SIGNALS. The modulating signal 
1S voice. 
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3. Angle Modulation 


In the case of angle modulation, the envelope E(t) is constant 
but the phase angle a(t) is a function of time. The sianal in this 
case can be expressed as 


wire = K cos[w t + o(t)]. (25) 


Because of the absence of amplitude modulation, the elliptical parameter 
b in Ea. (5) is zero, and the instantaneous ellipse degenerates to a 


straiaht line. 
If t is sufficiently small, 








a( Tea oo(t - om) . & dot) 
ay et (26) 
but 
d 
w + HE) 2 w(t) (27) 
therefore Eq. (2) becomes 


and 8 is seen to be a linear function of the instantaneous carrier 
frequency for small values of tT. 

The resultant display is contained within a region the outline 
of which is shown in Fig. 14. The intensity distribution within this 
region is dependent upon the statistics of the instantaneous frequency 
and indicates whether the modulating function is analog or digital 


as suggested in the following discussion. 


oo 





FIG. 14. DIAGRAM OF THE RESPONSE OF THE LPD SYSTEM 
TO AN ANGLE-MODULATED CARRIER. 


Average carrier frequency can be determined by measuring the 
angle from the horizontal to the central axis of the display. A rela- 
tive measure of signal strength is given by the size of the display. 


The peak radian frequency deviation, (Aw), , of the carrier is related 


a 
to the peak angular deviation (as) ae of the display from 6): 


2 (AG). 


Co (29) 


a. Angle Modulation by an Analog Signal 
The display produced when a(t) is an analog signal is 
easily explained in terms of modulation by a single sinusoid. In 
this case Eq. (25) becomes 


v(t) = K cos[w.t + kA cos wat] (30) 


where kK, is a property of the modulator, and converts volts of the 
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modulating signal to radians of angle of the carrier. The display 
appears as predicted above, indicating average carrier frequency, peak 
frequency deviation, and a relative measure of signal strength. 

Figure 15 consists of photographs of the display resulting 
from freauencv modulation by a 2 kHz sinusoid. The peak-to-peak fre- 
quency deviation is 5 kHz for Figs. 15a and 15b and 10 kHz for Figs. 15c 
and 15d. System delay is 90 us for Figs. 15a and 15c and 40 us for 
Figs. 15b and 15d. These photographs demonstrate the dependence of 
pO) as on system delay and peak frequency deviation. 

The theoretical value for (A8) ay in Fig. 15b computed 
using Eq. (29) was .63 radians. The measured value was .655 radians. 
Similar agreement was obtained in the other cases. 

Aqain, the nature of the modulating signal is apparent. 

In all the photographs, the display is brightest at the borders, 
indicating that the instantaneous frequency dwells near maximum de- 
viation from the carrier frequency. This condition suggests that a 
sinusoid is used as the modulating function. 

b. Anale Modulation by a Digital Signal 

(1) Steady-State Analysis. 

(a) Frequency-Shift Keying (FSK). Frequency modula- 
tion by a digital signal results in a carrier having discrete frequencies 
corresponding to the discrete levels of the modulating signal. These 
FSK carriers generate a distinct display. 

This type of signal is expressed as 
v(t) = K cos {[w, + ked(t) (Aw) }t} (31) 
where d(t) is the modulatina data and k ed(t) takes on integral values 


0,1,2,... corresponding to the discrete levels of d(t). Here ke is a 


OF 





Sere tlie. puiomn ne DREN) a Oma 


t+ = 90 us. += 40 us. 





ip PO = |GeKhz d. 2 eae = 10 kHz 


t= 90 uS. += 40 us. 


FIG. 15. PHOTOGRAPHS OF THE RESPONSE OF THE LPD SYSTEM TO A FM CARRIER. 
The modulating signal is a 2 kHz sinusoid. The peak-to-peak frequency 
deviation is Re System delay has value vt. 
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property of the modulator, and converts volts of d(t) to radians per 
second of frequency. In the most-common modulating signal format, 

k d(t) is either 0 or 1 (binary data). If the carrier instantaneous 
frequency remains constant for periods of time long with respect to 
t, then in general the display consists of a collection of straight 
line traces. Each line corresponds to a discrete frequency trans- 
mitted. 

Each discrete frequency is directly measureable 
as in the case of a single sinusoid. Relative amplitudes are again 
preserved and, thus, frequency-selective fading is easily recognized. 
In addition, if one or more of the carrier frequencies predominates 
(greater duty factor) in a particular signal format, the display 
will indicate this condition by enhanced brightness of the corre- 
sponding trace. 

Figure 16a is the display produced by frequency 
modulation by a symmetrical 500 Hz square wave. The time wave-form 
of the modulating signal appears in Fig. 16b. Figure l6c is the 
display produced when the modulation is nonsymmetrical as in Fig. 
16d. The higher frequency in this case is dominant, and this fact 
is evident from the display. 

(b) Phase-Shift Keying (PSK). Phase modulation 
by a digital signal results in a carrier having discrete phases 
corresponding to the discrete levels of the modulating signal. 
These PSK carriers also generate a distinct display. 

A phase-shift-keyed signal is expressed as 


v(t) = K coslw.t + ky d(t) (46) (32) 


where d(t) as before is the modulating data and knd(t) takes on 
39 





a. Display corresponding to b. b. Time waveform of the symmetrical 
900 Hz square-wave modulating 
voltage. 





c. Display corresponding to d. d. Time waveform of the nonsymmetrical 
500 Hz square-wave modulating 
voltage. 


FIG. 16. PHOTOGRAPHS OF THE RESPONSE OF THE LPD SYSTEM TO FSK SIGNALS. 
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integral values 0, 1, 2, ... corresponding to the discrete levels of 
d(t). Here K is a property of the modulator and converts volts of 
d(t) to radians of phase. 

In the case of binary data (two-level modulating 


signal), ky d(t) is 0 or 1 and so from Eq. (23) 


a(t) - a(t - t) = O ors Ad (33) 
Therefore, 6 has three possible values 

a eer 

il all Sa (34) 
QT 

sae (38) 
W_T 

be tae, (36) 


The resultant display appears as in Fig. 17a. 

The heavy, central trace is at an angle 84 as 
given by Eq. (34). Carrier frequency can again be determined by 
measuring this angle. 

The angle 6 is given by Eq. (35) or Eq. (36) 
only for t seconds after d(t) changes values. As a result, the 
peripheral traces are less dense than the central trace. - Note that 
the value se is measureable directly from the display and this measure- 
ment is independent of the value of T. 

The display produced is unique, indicates a phase- 
keyed signal, and provides a means for determining carrier frequency, 
amount of phase shift, and a relative measure of signal strength. 
Figure 17b is a family of displays produced by phase-shift keying by 
a 1250 Hz square wave. Amounts of phase shift are, from left to right, 


24°, 106°, and 170°. 


4) 





a. Diagram of the response 
to bi-phase modulation. 





b. Typical displays; from left to right, the value 
of carrier phase shift is 24°, 106° and 170°. 


FIG. 17. RESPONSE OF THE LPD SYSTEMS TOS PSIe STanaes- 
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(2) Transient Analysis. 

(a) Frequency-Shift Keying (FSK). The display 
produced by FSK when the signal data rate is low with respect to the 
system delay has been considered previously. If the instantaneous 
frequency remains constant for periods of time large with respect to 
t, the display can be thought of as formed by a number of discrete 
Sinusoids occurring individually. However, Fig. 16a and 16c exhibit 
a faint but continuous intensity distribution between the two straight 
line traces indicating that the trace does not change its orientation 
abruptly, but does so in a continuous manner. This section is con- 
cerned with the manner in which this transition occurs and the effects 
that the relation between system delay and data rate have upon the 
transition. 

Consider frequency modulation by a symmetrical 

Square wave. The instantaneous frequency of such a signal appears 

as in Fig. 18a. Here Dis the square wave half period or pulse 

width. The phase modulation a(t) which occurs as a result of the 
changes in instantaneous frequency appears as in Fig. 18b. During 

t, the instantaneous frequency is greater than wand a(t) increases 
linearly with time at a rate equal to Aw. During to» the instan- 
taneous frequency is less than We and a(t) decreases in the same 

manner. If the modulating wave form is symmetrical, no net phase 


modulation occurs in the interval ty and t.. 
Case” | "ap >t 
2 
Hen p the half period of the square wave 


(the dwell time of the signal at a fixed frequency), is greater than 
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the system delay, a(t) and a(t - t) appear as shown in Fig. 18c. It 
follows that 04 has the form shown in Fig. 18d. This corresponds to 
the normal display as shown in Fig. l6a. The transition period occurs 
for t seconds after the instantaneous frequency changes values. The 
change in trace orientation is seen to be a linear function of time. 


Case 2: Tp = T 
2 


If the square wave half period exactly equals 
the system delay, a(t) and a(t - t) appear as in Fig. 19a and the re- 
Sultant angle 64 as in Fig. 19b. In this case 6 does not have a static 
value, and the display does not have distinct bounieries: aie it will 
look like the display for frequency modulation by a continuous signal. 
This phenomenon provides a method of determining the approximate data 
rate of an unknown signal by adjustment of the system delay until tHe 


above condition is attained. 


Gases. Tp < i 
2 


_ In the case of signals with extremely high 
data rates, a(t) and a(t - t) may appear as indicated in Fig. 19c¢ and 
the resultant angle, 6 as in Fig. 19d. This is similar to Case 1 
and it follows that the resultant, display will always have intense 
boundaries; that is, 8 will remain constant during certain. intervals 


if and only if t# nTp where n is an integer. 
5 


Further, for symmetrical square-wave modu- 


lation and |p < t, A@ does not depend only upon t and Aw but also upon 
2 


the relationship between t and |p. Here, A@ is the deviation of 0 
| 2 


ad 





; 
. p 


a. Instantaneous frequency of the carrier. 


b. Phase deviation of the carrier. 





c. Phase deviation of the carrier in the delayed 
and undelayed channels of the LPD system. 


6(t) 


d. Resultant display angle. 


FIG. 18. TRANSIENT RESPONSE OF THE LPD SYSTEM TO FSK SIGNALS. 
The period T. of the modulating signal is greater than twice 
the value t bf system delay. 
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a. Phase deviation of the carrier in the delayed 
and undelayed channels of the LPD system; 1/2 = T. 


b. Resultant display angle; 1/2 = 


--- a(t - 1) 





wes Phase deviation of the carrier in the delayed 
and undelayed channels of the LPD system; T,/2 < 


6(t) 


d. Resultant display angle; 1/2 Sal's 


FIG. 19. TRANSIENT RESPONSE OF THE LPD SYSTEM TO FSK SIGNALS. 
The period T. of the modulating signal is less than or equal 
to twice the'value tof system delay. 
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T 
from 64. For. tet (2ne® 1) x, A® is a maximum and for t = nT» Aé 
is a minimum. That is, when the system delay is equal to an integral 
number of whole periods of the modulating waveform, no difference in 


phase modulation is apparent. In this case a(t) equals a(t-t) and the 


WT 
resultant display is a straight line trace where 6 = 84 = = + as 


Figure 20 comprises a photogranhic study of 
the transient effects just presented. Modulation is by a symmetrical 
i 
square wave with = = 30 us. 
Note that, as predicted, there is no evidence 
of enhanced brightness at the borders of the displays in Fig. 20a where 
oT a 
Fe wha and t = me . Bright edges appear on all of the displays in 
Fig. 20b indicating a constant value of 6 for an interval of time. As 


stated above (Aé) is no longer a linear function of t in this case. 


max 
Finally, (AG) is a minimum for rt = 58 us, as predicted. 

(b) Phase-Shift keying (PSK). If, as in the 
case of a phase-shift-keyed signal, the phase shift occurs in zero 
time, the straight line trace also changes orientation in zero time. 
This phenomenon can be explained if the change in phase is considered 
as the result of an infinite change in frequency which occurs in zero 
time. The transient analysis then follows as in the case of FSK where 
in each case, the rate of change of 6 is equal to Aw. 

c. Pulsed Frequency Modulation 
If the carrier frequency of a pulsed signal is modulated, 


a unique display is produced. Such a signal can be expressed as 


Vit wes K SGt)acOt lw t + a(t) ] (37) 


where S(t) is the switching function and takes on values 0 or 1 and 


a(t) denotes the angle modulation which occurs during the pulse. 
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28 us T 
0.93 


32 us 


t= 90 us 
1.07 et/T 


3.00 
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— 
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a. Display edges not enhanced. 





20 us T 
0.67 2VvT 


58 us T 
1.93 Cf |j 


78 us 
2.60 


T 
2t/T 
+/ D 


b. Display edges enhanced. 


FIG. 20. Bere STUDY OF THE TRANSIENT RESPONSE OF THE LPD SYSTEM TO 
FSK SIGNALS. is the period of the square-wave modulating voltage. 
System delay nab value t. 
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An example of intentional intrapulse FM is a rectangular 
pulse whose carrier frequency increases linearly with time for the 
duration of the pulse. This type of signal is known as a "chirp" pulse 
and has applications in pulse compression systems (radar, sonar, 
frequency-measuring devices). 

Figure 21 is a photograph of the system display produced by 
a "chirp" pulse of duration .2 milliseconds and pulse repetition rate 
715 Hz. During the pulse, the carrier frequency is swept linearly over 
a 4 kHz band. The display exhibits the circular trace which is 
characteristic of a pulsed signal and the fan-like trace which is 
characteristic of frequency modulation. Average carrier frequency is 
determined as before by measuring the angle from the horizontal to the 
central axis of the display. 

4. Autocorrelation Function of a Gaussian Process 


it — shown that the normalized autocorrelation function 
hae | 

= nn : 

o(t) = of a narrowband gaussian process n(t) can be deter- 
Ri 60) 


mined from the parameters of the LPD system display generated by this 
random excitation [Ref. 1, p. 124]. The equation relating the auto- 


correlation function and display parameters is 


a(t) ab (38) 
o(t) = Sin 20 38 
a +b d 
where as before 
a TT 
>= = 


and a and b are the standard ellipse parameters measurable from the 


display, w. is the center radian frequency of the narrowband process, 


0 
and t is the system delay. 
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1G? ee PHOTOGRAPH OF LHESRESPONSEaO Ciba D Sion 
TO A RECTANGULAR PULSE WITH INTRAPULSE LINEAR FM. 


50 


From Eq. (28), when |p(t)| = 1, (condition of perfect corre- 
lation), a = 0 or b = O and the display is a straight line. When 
lo(t)| = O (no correlation), b = a and the display is circular. 

Rectangular bandpass gaussian noise having a bandwidth of 
50 kHz and centered at 500 kHz was investigated. The autocorrelation 
function and power spectral density are Fourier transform pairs as 


demonstrated in Fig. 22a for a lowpass process. The autocorrelation 


= sin WAT 1 
function p(t) = ae has its first zero crossing at t= 3¢-. 
g c 


When the process is bandpass, 


_ SiN WT 
o(t) = ———— cos WoT (40) 
C 
Sin WT 
The cos Wt term imparts a fine structure to the a envelope 
C 


as shown in Fig. 22b. 

Values for the normalized autocorrelation function of Eq. (38) 
were determined with delay settings from 0 to 20 us in 4 us increments. 
Since the center frequency i is 500 kHz and since data were taken at 
4 us increments, the fine structure mentioned above is not observed 


because cos a 1 for every data point. Further, 6, in Eq. (38) is 


always equal £0 ; hence, the sin 26 | term in Eq. (37) equals unity 


in all cases. 

Photographs of the resultant displays are included as 
Fig. 23. A plot of the experimental and theoretical values for the 
normalized autocorrelation function appears as Fig. 24. Good agreement 


is indicated. 


B. SIGNAL MONITORING 
As stated in the introduction, one of the goals of this project was 


to monitor live signals in the HF band. These signals were taken 
Sy 





a. Lowpass process. 
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b. Bandpass process. 


FIG. 22. POWER SPECTRAL DENSITY G(f) AND NORMALIZED AUTOCORRELATION 
o( +) FUNCTIONS FOR RANDOM PROCESSES. 
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t= O us t= 4 us <= ops 





{=e US t= 16 us t= 20 us 


FIG. 23. PHOTOGRAPHS OF THE RESPONSE OF THE LPD SYSTEM 
TO BANDPASS GAUSSIAN NOISE. 
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FIG. 24, A COMPARISON OF THE THEORETICAL AND EXPERIMENTAL VALUES 
OF THE AUTOCORRELATION FUNCTION OF BANDPASS GAUSSIAN NOISE. 
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directly from the IF strip of an R-390A receiver and were applied 
directly to the system. The resultant displays were photographed with 
an 8mm movie camera. The film strip in its final form is approximately 


12 minutes long and contains examples of: 


(1) standard broadcast AM 

(2) double-sideband suppressed carrier AM 
(3) sinagle-sideband AM 

(4) continuous wave, on-off keying 

(5) 


frequency-shift keying. 
The following results are of particular interest. For both 
amplitude modulation and frequency modulation, the film clearly demon- 
strates the ability of the system to differentiate betweeen modulation 
by voice and modulation by music. Oral pauses are clearly indicated 
by the absence of modulation and the resultant straight line trace of 
the display. 

An excellent example of multi-tone FSK is included as well as the 
more common two-level signal. In both cases, extremely rapid frequency- 
selective fading is evidenced by rapid changes in amplitude of the 
individual straight line traces corresponding to the discrete frequen- 
cies contained in the signal format. 

The rippled, watery-like appearance of a single-sideband signal 
is demonstrated. Included also is a sequence showing a multi-tone 
double-sideband suppressed-carrier signal Wei catiny first modulation 
by a single sinusoid, then a rapid burst of frequency shifts of the 
modulating signal, and then the modulating signal reverting to a single 
Sinusoid. Individual parallelograms, each corresponding to modulation 


by a sinusoid of a different frequency, are evident. 


oo 


In all the sequences photographed, a distinctive display is 
produced which corresponds to the form determined analytically. This 
film strip is available upon request from Prof. G. A. Myers, Naval 


Postgraduate school, Monterey, California. 
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TV. CONCLUSIONS AND RECOMMENDATIONS 


A. CONCLUSIONS 

Conclusions concerning the capabilities and possible uses of the 
linear polar-display signal analyzer are as follows: 

(1) The LPD system produces a distinctive display for each of the 
following types of radio signals: 


Simultaneous sinusoids 

full-carrier amplitude modulation 
on-off keying (continuous-wave) 
pulse amplitude modulation 
double-sideband suppressed-carrier 
Single-sideband AM 

angle modulation by an analog signal 


- QQ m1 oO QA Aa FTF 


frequency-shift keying 
. phase-shift keying. 


—te 


(2) In addition to the information concerning type of modulation, 
the LPD system provides a measure of various signal parameters such as 
average carrier frequency, carrier envelope, bandwidth, duty factor 
(pulsed signals), instantaneous frequency, and the amount of phase shift 
for phase-shift-keyed signals. 

(3) The LPD system also provides a means for measuring the normal- 
ized autocorrelation function of a bandpass gaussian process. 

(4) The LPD system may be useful in sianal monitoring applications. 
For example, it provides a simple and convenient indication of inciden- 
tal AM on the output of an FM transmitter or of incidental FM on the 
output of an AM transmitter. 

(5) The LPD system may be useful in systems where operator recogni- 
tion and identification of signals is desirable. 
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B. RECOMMENDATIONS 

Several additional areas of investigation and possible methods of 
improving the capability of the present system are listed here. 

(1) Use an oscilloscope having a variable or extendable retentivity, 
(memoscope) to increase the recognition capability for digital communi- 
cation signals having a low data rate or radar signals having a low 
duty cycle. © 

(2) Investigate the feasibility of using the LPD system in conjunc- 
tion with a scanning receiver and an automatic camera, triggered by a 
level detector, to conduct an automatic cataloging operation in a high 
density signal environment. 

(3) Attempt to improve the recognition capability of the system in 


the case of single-sideband signals. 
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APPENDIX A 
CIRCUIT DIAGRAMS 


This appendix presents the detailed circuit diagrams for the 
amplifier and imoedance-matching circuits used in the linear polar 
display system and the modulators used to generate some of the signals 
used to evaluate the LPD system operation. 

The system and modulators are presented in block diagram form in 
Fig. A-1l. As indicated, inputs to the system can be obtained from the 
several modulators shown for the investigation of known signals, or 


from an R-390 receiver for the study of live signals in the HF band. 


A. MODULATORS 

1. Frequency Modulator 

The frequency modulator circuit is shown in Fig. A-2. This 

circuit is also used to provide the 455 kHz carrier for the amplitude 
modulator, the phase shift modulator, and the double-sideband suppressed- 
carrier modulator. The circuit of Fig. A-2a is basically an astable 
multivibrator, but the resistors through which current normally flows to 
charge capacitors C, and Co have been replaced by PNP transistors in 
series with moderately large resistors (R, = 10K) to provide a regulated, 
constant charging current. 

The relationship of the frequency of oscillation to the magnitude of 
the charging current can be explained with the aid of Fig. A-2b which 
shows the voltage waveform at the base of qT). The waveform of Fig. A-2b 
is produced by the constant current source charging C, during that part 


of a cycle when Ty is cut off. The waveform differs from the standard 


og 
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Nl is an impedance-matching network 
QHJ is a quadrature hybrid junction 
Al, A2, A3, A4, A5 are voltage amplifiers 


FIG. A-1. BLOCK DIAGRAM OF THE LPD SYSTEM AND SIGNAL SOURCES. 


Cathode- 
ray 
Tube 


_ 


60 





0 
[2eed sect 45 all resistors are in kilohms 
Tle ee 2N4420 all diodes are 1N276 

ie ‘ B23 Sls a. Circuit diagram. 


z— AT—> 


<- —»> 


a 


b. Voltage waveform at the base of transistor Tl. 


FIG. A-2. FREQUENCY MODULATOR. 
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base waveform for an astable multivibrator only in that the capacitor 


charges linearly rather than exponentially. 


Since 
Cy =saq (A-1) 
and 
dV 
co = I (A-2) 
or 
AV 
CT = | (A-3) 
where 
r 
AT = (A-4) 
and Vy is the period of oscillation, then 
aM = I, a constant. | (A-5) 
p 
In terms of frequency f = =, we have 
p 
2oAvf w= | (A-6) 
or 
fo See (A-7) 
CAV * 


As shown in Fia. A-2a the modulating sianal e.(t) is applied at the 


bases of To and T3. Therefore, 


h Gee hk 


fend “ib 
I = —— = ke. (A-8) 
253 + R. 1 


where 253 is the impedance seen looking into the base of T, or T3s 


h is the forward current transfer ratio of the transistor with the 


fe 
emitter grounded, R, is the equivalent resistance of R3 and Re" in 


parallel and K is a constant. Substituting Eq. (A-8) into Eq. (A-7) 
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gives 
7 1 
f = sx. (A-9) 


Hence, the frequency of oscillation is linearly related to the modulating 
voltaqe e. . 

Diodes D, and D, prevent the canacitors C, and Co from charging 
through the collector resistors and serve to make the frequency of 
oscillation indnendent of the load. Diodes D. and Dy prevent zener 
breakdown of the base-emitter junction of T, and To Since the reverse 
breakdown voltage for the emitter base junction with the collector open 
for the transistors used is -5 volts and the base voltage of Ty and To 
can approach -15 volts without De. and Dy: 

The static frequency-versus-voltage characteristic of the circuit 
of Fig. A-2 is shown in Fig. A-3. The characteristic is slightly concave 
upwards over the range 100 kHz to | Mhz, but is nearly linear over the 
frequency range of interest. Modulator sensitivity is 195 ee. 

The lowpass filter used to convert the collector wave form 
generated by the astable multivibrator to a constant amplitude sinusoidal 
voltage is shown in Fig. A-4. It is composed of two m-derived L sections 
and one pi section. 

2. Amplitude Modulator 

The amplitude modulator circuit is shown in Fig. A-5. The 
circuit is a tuned, common-emitter amplifier. The modulating signal is 
applied to the emitter, thereby modulating the operating point of the 
amplifier and hence its voltage gain. The carrier is applied at the base 
of the transistor. Capacitor C. provides a low impedance path to the 
455 kHz carrier voltage and a high impendance to the modulating signal. 
Resistor R, limits the input signal level to prevent saturation of the 


amplifier. 
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frequency f in MHz 


| 2 3 4 5 
volts 
FIG. A-3. STATIC FREQUENCY-VS-VOLTAGE CHARACTERISTIC 
OF THE FREQUENCY MODULATOR. 
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0.135 mH 


| pf - pf 


FIG. A-4. LOWPASS FILTER CIRCUIT DIAGRAM. 
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+ 20 volts 





FIG. A-5. AMPLITUDE MODULATOR CIRCUIT DIAGRAM. 





FIG. A-6. PHASE MODULATOR EQUIVALENT CIRCUIT. 
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FIG. A-7. PHASE MODULATOR CIRCUIT DIAGRAM. 
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3. Phase Modulator 
The phase modulator used is a modification of a circuit developed 
by the Apollo Support Department of General Electric Company [Ref. 12]. 
The modulator operating principle can be explained by considering the 
circuit of Fiq. A-6. The following relationship between currents I, and 


Ip in Fia. A-7 can be derived: 


I Hs: wc, Re 


Yo 
I 


i —_—_ i’ =a ce : 


1+ Oe aces 


Jo (A-10) 
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where w is radian frequency and @ is the phase of ly relative to that 


of I). Further, if 


pee —— (A-11) 


eet (A-12) 


where 


¢ = 2 arctan wR. (A-13) 


The phase o can be varied by varying C, or R or both. 

A field effect transistor (FET) is used as the variable resist- 
ance element in the circuit of Fig. A-6. The original circuit used a 
P-channel FET, the RCA TA 2330. Since a linear phase-versus-gate-voltage 
characteristic is required, the transistor is biased to utilize the 
tangent-like relation of dynamic output resistance to gate voltage to 
compensate for the arctangent relation expressed in Eq. (A-13). In the 
present application, a phase-shift-keyed signal is desired and so 


continuous linearity is not required. 
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An N channel FET, the 2N3819 is utilized in the final circuit 
configuration. No dc bias 1s applied to the FET: that is, Vas = 0 
where Wee is the gate-to-source voltage. Modulation is achieved by 
applying negative pulses to the FET gate, thereby increasing the channel 
resistance of the transistor. 

In Fig. A-7, Cys Los and T, form the basic modulator circuit 
represented by Fig. A-6. Capacitor Ca places one end of L., at RF ground 
yet isolates the drain of ty from dc ground. The components Ly» Cr, and 
Ly couple the phase-modulated current to the common base amplifier Ty 
which has a-low input impedance. Inductor L, also maintains the dc 
voltage of the source of T, at ground level. Stages Ts and Ty provide 
additional gain and, as originally designed, provided an impedance match 
to a phase detector. These three amplifier stages are compatible with 
the rest of the system and perform well at 455 kHz; they were incorpo- 
rated into the system in their original form. The circuit is able to 
provide phase shifts continuously from zero degrees to about 170 degrees. 

4. Balanced Mixer 
Generation of all suppressed-carrier signals was done using the 


Relcom MIC balanced mixer whose circuit diagram is shown in Fig. A-8. 


B. AMPLIFIERS AND IMPEDANCE-MATCHING CIRCUITS 

Several types of amplifiers are used throughout the system. These 
amplifiers are used primarily to provide isolation and for impedance 
matching. For example, the power splitter and the quadrature hybrid 
junction are 50 ohm devices, and the delay line requires 100 ohms at 
both input and output; the delayed signal requires two impedance- level 


changes. 
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FIG. A-8. BALANCED MIXER CIRCUIT DIAGRAM. 
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FIG. A-9. CIRCUIT DIAGRAM OF THE 
FILTER INPUT AMPLIFIER Al. 


Because of the additional requirement that there be no frequency- 
dependent phase differences between the two channels, identical amplifiers 
are placed in each channel. For example, the undelayed signal is 
converted from an impedance level of 50 ohms at the output of the power 
splitter to a level of 100 ohms, although there is no need for this other 
than the corresponding change of impedance levels in the delayed channel. 

1. Filter Input Amplifier, Al 

The requirements for this buffer stage are as follows: 


1. high input impedance 
2. output impedance = 1] kilohm, the impedance of the filter 
3. high degree of isolation between output and input. 


These requirements are well satisfied by the FET common-drain 
Stage shown in Fig. A-9. In this application, the fact that the output 
impedance of this amplifier is relatively independent of the impedance 
of the signal source is particularly attractive since the source is the 
astable multivibrator and hence has an output impedance level which is 
determined by the state (off or on) of the output transistor. 

The output impedance of this stage is given by gz where Ie< 
is the FET transconductance. The transconductance for the device is 
3400 umhos. The measured value of output impedance was found to be 
300 ohms. Therefore Ra was added to achieve the |] kilohm impedance level 
required by the filter. 

2. Switched Amplifier, A5 

The amplifier shown in Fig. A-10 is used in the analysis of 
pulsed signals. The device consists of the common-source amplifier To 
which provides a gain of 2. The input to To is switched by 1: The 
resistor R, forward biases the base emitter junction of T, so that the 


input signal is attenuated by the voltage divider consisting of Ry and 
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+ 20 volts 





FIG. A-10. CIRCUIT DIAGRAM OF THE SWITCHED AMPLIFIER AS. 





FIG. A-11. CIRCUIT DIAGRAM OF THE OUTPUT AMPLIFIER A2. 
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FIG. A-12. CIRCUIT DIAGRAM OF THE IMPEDANCE-MATCHING NETWORK N1. 
P| 


Gad where Ge is the resistance seen between the collector and emitter 
of 1). Since We is negligible with respect to Ry» effectively no signal 
arrives at the gate of T, when Ty is on. Negative pulses at the base of 
Ty turn the switch off, permitting the input signal to reach the gate of 
To. 
3. Output Amplifier, A2 
This buffer amplifier shown in Fig. A-11 precedes the power 
splitter as shown in Fig. A-1]. The device provides a high input imped- 
ance of approximately 300 kilohm, variable attenuation by means of the 
potentiometer Ro and a low output impedance of approximately 30 ohms. 
4. Impedance Matching Network, NI 

The network shown in Fig. A-1 and detailed in Fig. A-12 is a 
purely resistive network which raises the signal impedance level from the 
50 ohm level of the power splitter to the 100 ohm level required by tHe 
delay line. Insertion loss for this network is approximately 7 dB. 

5. Final Output Amplifiers, A3 and A4 

These amplifiers, shown in Figs. A-13 and A-14, are identical 
with the exception of the attenuation network R,-R, of the amplifier in 
the undelayed channel. The insertion loss due to the delay line varies 
from a negligible amount at 0 us delay to about 5 dB at a setting of 
90 us. The variable resistor, Ro» is adjusted manually to equalize the 
signal level in both channels. This network is similar to network Nl. 

Stage Ty is a common-source FET amplifier providing an input 
impedance of 100 ohms and a voltage gain of 4. Stage T, is a common- 


collector amplifier providing exactly the 50 ohm output required for 


impendance matching to the quadrature hybrid junction. 


iz 


FIG. A-13. 
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CIRCUIT DIAGRAM OF THE FINAL OUTPUT AMPLIFIER A3. 


+ 20 volts 





FIG. A-14. 


CIRCUIT DIAGRAM OF THE FINAL OUTPUT AMPLIFIER A4. 
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